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Statistic E: Synchronization
Indicates how well you are following the guiding tones. 
Specifically, it is the percentage of time in which breathing was 
synchronized with the guiding tones. The acceptable range is 
from 60-99%.

Description Example and  
Acceptable Range

Last session report reads E:94 means 
that 94% of the time, breathing was 
synchronized with the guiding tones.

Last 7 days report reads E:94
Means that on average, 94% of the 
time, breathing was synchronized with 
the guiding tones. 

Last 30 days report reads E:94
Means that on average, 94% of the 
time, breathing was synchronized with 
the guiding tones. 
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Statistic F: Breath Detection
Indicates how well the sensor is able to recognize inhalation and 
exhalation as a result of the placement of the sensor. Specifically, 
it is the percentage of session time that the breathing sensor 
could identify the respiration data. This should range from  
80-99%.

Description Example and  
Recommended Range

Last session report reads F:88 
Means that 88% of the time, sensor 
was able to identify respiration data.

Last 7 days report reads F:88
Means that on average 88% of the 
time the sensor was able to identify 
the respiration data.

Last 30 days report reads F:88
Means that on average 88% of the 
time the sensor was able to identify 
the respiration data.
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Troubleshooting

I.	 Troubleshooting
The table below describes some situations which may occur 
and how to best solve them. If your particular problem is not 
addressed, contact customer service.

Problem Explanation Solution

The Recognition 
Phase takes longer 
than two minutes.

The sensor is improperly 
positioned.

Refer to Tutorial and 
Manual Sensor Positioning 
section (page 39)

Breathing is too unstable Relax and breathe 
normally.

I repeatedly hear 
a voice message, 
“breathe in 
according to  
the tones.”

Breathing is not 
synchronized with  
the guiding tones.

Activate the guiding 
arrows for assistance.

Try following  
Melody #4.
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Problem Explanation Solution

One or both of 
the guiding tones 
are too fast or 
too slow for my 
current breathing 
to the point I’m 
uncomfortable or 
lightheaded.

Your breathing rate has 
changed abruptly.

RESPeRATE will adapt 
within a few breaths  
to guide you according 
to your natural  
breathing pattern.

You are following 
the tones but feel 
uncomfortable or 
lightheaded.

Use the Refresh function 
by pressing and holding 
the INFO button . 
RESPeRATE will re-calibrate 
to your comfortable 
breathing pattern.

Breath per Minutes 
display is flashing.

You are breathing more 
than 30 or less than 3 
breaths per minute.

Breathe according  
to the guiding tones.

The display does 
not turn on when 
the device is  
turned on.

Batteries need to be 
replaced. This icon  
indicates battery power.

Install new batteries.

The +/– poles of the 
batteries are positioned 
incorrectly.

Reinstall the batteries 
with the +/– poles 
positioned correctly.
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Problem Explanation Solution

Music is not heard 
through the ear 
buds.

The volume is not  
high enough.

Press the Up button to 
increase the volume level.

Ear buds are not 
connected properly  
to device.

Reconnect the ear buds 
to the device. A click will 
sound when they are 
properly inserted.

RESPeRATE automatically 
switched off because the 
session is over.

Restart to begin  
a new session.

Static noise is 
heard through  
the ear buds.

Ear buds are not fully 
plugged into the ear 
buds socket.

Reconnect the ear buds 
to the device. A click will 
sound when they are 
properly inserted.

Electronic 
communication device 
(cell phone, beeper, etc) 
is operating within 5 feet 
of RESPeRATE

Remove electronic 
communication device 
while conducting the 
session.
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II.	 Manual Sensor Positioning
The Tutorial should determine where you are to position the 
sensor – abdomen or chest. If you are experiencing difficulty, 
there is an alternative way to assess the appropriate position.
First, any restrictive clothing (tight pants belt or bra) should be 
loosened. Second, too many layers (heavy sweaters/sweatshirts) 
may disrupt the signal and should be removed.

If the issue persists, try manual sensor 
positioning. Sit comfortably on a 
chair. Lean back and place your right 
hand on the right side of your chest. 
Place your left hand on the upper 
abdomen, above the navel.

Take a few breaths. Feel which 
hand moves first when you start 
to inhale and exhale. The sensor 
position is determined by which 
hand moves first. 
Place the sensor 
accordingly.

Left hand 
on upper 
abdomen

Right hand on 
right chest

Manual sensor positioning
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Additional Product Information

I.	 RESPeRATE Limited Warranty
RESPeRATE is warranted to be free from manufacturing defects 
for a period of one year from date of purchase under normal 
use. This warranty extends only to the original purchaser. 
Should repair be needed within the warranty period, please call 
RESPeRATE Customer Support. We will either repair or replace 
(at our discretion) free of charge any parts necessary to correct 
defects in the materials or workmanship.

If it is necessary to replace the entire product, it may be replaced 
with a remanufactured product. The above warranty is complete 
and exclusive. The warrantor expressly disclaims liability for 
incidental, special, or consequential damages of any nature.

To ensure activation of your warranty, please complete the 
registration form online at: www.resperate.com/register.

Some counties and/or states do not allow the exclusion or 
limitation of incidental or consequential damages, so the above 
warranty may not apply to you. Any implied warranties arising 
by the operation of law shall be limited in duration to the term 
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of this warranty. This warranty gives you specific legal rights, 
and you may have other rights which vary from state to state.

II.	 Cleaning and Maintenance
To clean RESPeRATE, use a soft, slightly damp cloth. Do not 
wash the sensor or the RESPeRATE device. Do not use petroleum 
products, thinners, or cleaning solvents!

Protect your RESPeRATE against excessive vibrations.

Do not leave your RESPeRATE in a place where temperatures are 
below -14°F (-10°C) or above 158°F (70°C), or in conditions of 
very high humidity (>85%).

Do not attempt to make repairs of any kind on RESPeRATE. 
Contact Customer Care if repairs are necessary.

Please use only Alkaline batteries.

If you do not plan to use RESPeRATE for a period of more than 
two months, remove batteries from the battery compartment to 
avoid damaging the device.
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III.	Technical Information
Model Name: RESPeRATE Ultra ™, RESPeRATE Ultra Duo ™;
Model #: RR152,RR152D, RR152-1M, RR152-1DM, RR152-1, 
RR152-1D 
Display type: LCD; 
Power source: four alkaline batteries, 1.5V (type AA);
Battery life: two months, with regular use of 15 minutes per day; 
Maximum audio output: 10mW with 16 Ohm Ear buds; 
Device display respiration rate range of 2-42 BPM but guides 
between 5-20 BPM;
Operating temperature: 10°C - 40°C (50°F - 104°F); 
Operation humidity: 30 - 75%; 
Storage temperature: -10°C - 70°C (14°F - 158°F); 
Storage humidity: 30 - 85%; 
Weight: 360 grams; 
Outer product dimensions: 12.4 L x 11.7 W x 6.6 H cm, 

4.9” L x 4.6” W x 2”.6 H
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IV.	Country Specific Market Clearance
United States: 510(k) number K020399 (OTC) and K000405 (Rx)
European Union: CE 0473
Israel: Ministry of Health number 237-0000
South Korea: Korean KFDA 04-259
Canada: Health Canada 63948
Thailand: ISR 4700595
China: SFDA 2260351

Manufacturer Authorized Representative in Europe:
InterCure Ltd
The Forum Business Centre
Lansdown Road, Cheltenham, Gloucestershire
GL50 2JA, England
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V.	 Indication for Use
RESPeRATE is intended for use as a relaxation treatment for 
the reduction of stress by leading the user through interactively 
guided and monitored breathing exercises. The device is 
indicated for use only as an adjunctive treatment for high blood 
pressure together with other pharmacological and/or non-
pharmacological interventions. Over-the-counter.

Contraindication: None known.

Precautions: Do not use this device without consulting your 
physician if you suffer or have suffered in the past from: active 
ischemic heart disease/unstable angina, severe congestive heart 
failure, chronic arterial fibrillation, stroke resulting in permanent 
impairment, chronic renal failure, severe asthma, chronic 
obstructive pulmonary disease (COPD), like chronic bronchitis 
and emphysema, major organ failure or sleep paralysis, have a 
pacemaker or if you are pregnant. 

InterCure strongly recommends that you do not modify your 
hypertension treatments without the advice and consent of 
your physician.
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Do not use your RESPeRATE when you need to be alert or 
to concentrate, or when using heavy equipment. Do not use 
RESPeRATE while driving. If you experience any side effects 
or if you feel any change in your general health or mood, 
immediately discontinue use of your RESPeRATE, and contact 
your physician.

Breathe effortlessly throughout the exercise. Excessive deep 
breathing may cause dizziness and palpitations.

Please note: RESPeRATE should only be used as part of your overall health program 
for achieving goal blood pressure, as recommended by your doctor. RESPeRATE 
can be safely used in conjunction with medication and lifestyle modifications such 
as diet and exercise.
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VI.	Customer Support
RESPeRATE Customer Care Representatives are available for 
guidance and support. If you have any questions or feedback, 
call Customer Care Department to speak or schedule a call.

You can also post your questions or feedback on the RESPeRATE 
User Forum at www.resperate.com/forum

USA: 1-877-988-9388 (Toll Free)
E-mail: support@resperate.com

United Kingdom: 0800-177-7778 (Toll Free)
E-mail: support@resperate.co.uk

Israel: +972-73-220-7000
E-mail: support@resperate.co.il

Other Countries: +1-646-652-5800 (USA)



For more information or customer service:  
www.resperate.com 

USA: 1-877-988-9388 (Toll Free) 
United Kingdom: 0800-177-7778 (Toll Free) 
Israel: +972-73-220-7000 
Other Countries: +1-646-652-5800 (USA)

InterCure, Inc 
589 8th Avenue 
New York, NY 10018, USA

InterCure, Ltd 
The Forum Business Centre 
Lansdown Road, Cheltenham 
Gloucestershire, GL50 2JA, England

InterCure, Ltd 
6 Haba’al Shem-Tov Street 
Lod 71289, Israel

www.intercure.com
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